An inverse-modelling approach for frequency response correction of capacitive humidity sensors in ABL research with small remotely piloted aircraft (RPA) by N. Wildmann et al.
Atmos. Meas. Tech., 7, 3059–3069, 2014
www.atmos-meas-tech.net/7/3059/2014/
doi:10.5194/amt-7-3059-2014
© Author(s) 2014. CC Attribution 3.0 License.
An inverse-modelling approach for frequency response correction of
capacitive humidity sensors in ABL research with small remotely
piloted aircraft (RPA)
N. Wildmann, F. Kaufmann, and J. Bange
Center for Applied Geoscience, Eberhard Karls Universität Tübingen, Tübingen, Germany
Correspondence to: N. Wildmann (norman.wildmann@uni-tuebingen.de)
Received: 29 January 2014 – Published in Atmos. Meas. Tech. Discuss.: 5 May 2014
Revised: 16 August 2014 – Accepted: 21 August 2014 – Published: 22 September 2014
Abstract. The measurement of water vapour concentration
in the atmosphere is an ongoing challenge in environmental
research. Satisfactory solutions exist for ground-based mete-
orological stations and measurements of mean values. How-
ever, carrying out advanced research of thermodynamic pro-
cesses aloft as well, above the surface layer and especially
in the atmospheric boundary layer (ABL), requires the reso-
lution of small-scale turbulence. Sophisticated optical instru-
ments are used in airborne meteorology with manned aircraft
to achieve the necessary fast-response measurements of the
order of 10Hz (e.g. LiCor 7500). Since these instruments are
too large and heavy for the application on small remotely pi-
loted aircraft (RPA), a method is presented in this study that
enhances small capacitive humidity sensors to be able to re-
solve turbulent eddies of the order of 10m. The sensor exam-
ined here is a polymer-based sensor of the type P14-Rapid,
by the Swiss company Innovative Sensor Technologies (IST)
AG, with a surface area of less than 10 mm2 and a negligi-
ble weight. A physical and dynamical model of this sensor
is described and then inverted in order to restore original wa-
ter vapour ﬂuctuations from sensor measurements. Examples
of ﬂight measurements show how the method can be used to
correct vertical proﬁles and resolve turbulence spectra up to
about 3Hz. At an airspeed of 25ms−1 this corresponds to a
spatial resolution of less than 10m.
1 Introduction
1.1 Water vapour in atmospheric research
The atmospheric boundary layer (ABL) is in direct contact
with the Earth surface and subject to water exchange with
the soil, rivers, lakes and oceans. Although it is decoupled
by a temperature inversion from the free atmosphere, en-
trainment processes lead to an exchange of water vapour
through the inversion (Stull, 1988). This exchange of wa-
ter, enforced by turbulent transport in the ABL, leads to a
high temporal, horizontal and vertical variability of water
vapour. Water vapour concentration is not only important
for cloud formation, rainfall and fog; it also plays an impor-
tant role in the energy balance of the Earth surface and for
thermodynamic processes in the atmosphere. Recent large-
eddy simulations (LES) showed how the structure parameter
of humidity is much less understood than the structure pa-
rameter of temperature. The structure parameter, or structure
function parameter (Stull, 1988), is a characteristic param-
eter of a turbulent signal in the locally isotropic subrange
and can also be used to estimate ﬂuxes of the corresponding
quantities (Wyngaard and Clifford, 1978). The ABL struc-
ture is typically described by means of similarity theories
and parametrizations (Garratt, 1992) in order to compare re-
sults in different regimes. While for example the Monin–
Obukhov similarity theory is found to be valid in all regimes
for temperature, the same theory does not apply to humid-
ity, especially if entrainment into the mixed layer is present
(Maronga, 2013). A more detailed description of entrainment
processes is needed, which will need precise measurements
of water vapour ﬂuxes to validate the models. Recently, ﬁrst
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measurements of entrainment processes with small remotely
piloted aircraft (RPA) were reported (Martin et al., 2013),
but only temperature and wind could be analysed, due to a
lack of fast-response humidity measurements. Essential for
the measurement of turbulent ﬂuctuations is a high sampling
rate and a short time response throughout the measurement
chain, high measurement resolution and high accuracy. One
goal of this study is to provide a method to enhance present
sensors on small RPA in order to make the required measure-
ments in the ABL.
1.2 Water vapour measurement in airborne systems
In situ measurement of atmospheric processes above the
surface layer requires airborne sensor carriers in the form
of ﬁxed-wing aircraft, helicopters, balloons or similar.
There are research aircraft for upper-troposphere and lower-
stratosphere measurements, but also for measurements in the
ABL, which are the focus of this study. Examples of re-
search aircraft for boundary-layer research are the Dornier
128 (Bange et al., 2002; Corsmeier et al., 2001) and the
MetAir Dimona (Neininger et al., 2001). A slightly differ-
ent type of airborne system that was used for ABL research
is the helicopter probe Helipod (Bange and Roth, 1999). All
of them carry at least one instrument to investigate water
vapour and its ﬂuxes in the ABL. An overview of the state
of the art of instrumentation for airborne measurements is
given in Bange et al. (2013), and a short summary is pre-
sented in Sect. 2.1 of this article. It should be noted that
manned research aircraft are subject to high operating costs
and thus are only used in short, dedicated ﬁeld experiments.
Within the last decade, technical progress has made it pos-
sible to use small RPA, equipped with autopilots and way-
point navigation, for research purposes in many ﬁelds (Mar-
tinetal.,2011,2013;MartinandBange,2013;vandenKroo-
nenbergetal.,2011,2008;Spießetal.,2007;Jonassen,2008;
Chao et al., 2008; Jensen and Chen, 2013). Their ﬂexibil-
ity and low operating cost enables researchers to come up
with new, innovative ideas to probe the atmosphere in a way
that was not possible before. Along with these possibilities
come the challenges of making instrumentation even smaller
and more lightweight in order for it to be carried on these
aircraft while still competing with the quality of ground-
based sensors. The smallest of these unmanned aerial vehi-
cles (UAVs), as they are also called, weigh up to 5kg and
carry capacitive humidity sensors of different kinds (Reuder
et al., 2009; Martin et al., 2011). Larger RPA, up to 50kg,
can carry more sophisticated sensors that are too large for the
smaller RPA, such as krypton hygrometers (Thomas et al.,
2012). Small RPA have several advantages: it is compara-
tively easy to obtain ﬂight permission for them in central Eu-
rope. They do not require special ground facilities, such as
a catapult or a runway, and they are low-cost. Furthermore,
small RPA do not disturb the turbulent ﬂow they have to mea-
sure, which increases accuracy, while, at the same time, the
sensors allow a fast-response measurement of the variable
of interest. This shows that an improved response time for
capacitive humidity sensors can be of great beneﬁt for at-
mospheric research and especially for turbulence measure-
ments. The University of Tübingen operates the RPA MASC
(Multi-purpose Airborne Sensor Carrier), which is equipped
with fast temperature sensors (Wildmann et al., 2013), a ﬂow
probe(Wildmann et al., 2014)andacapacitivehumiditysen-
sor. All ﬂight measurements that are presented in this article
were carried out with the MASC RPA.
1.3 Control theory and signal restoration
In this study, methods of control theory will be applied to
achieve better results in the measurement of humidity with
capacitive sensors. In control theory, mathematical models
are derived from physical systems and put into standard
forms to describe the dynamics of the system and to even-
tually design controllers to inﬂuence the system’s behaviour.
Instead of designing controllers for the system, the mathe-
matical description of the dynamic behaviour of the system
can also be used to restore the original signal from a mea-
surement if the dynamics of the sensor are well described.
Similar work has been done in the ﬁeld of airspeed measure-
ment with ﬂow probes (Rediniotis and Pathak, 1999) to cor-
rect for time delays in the pneumatic setup of these sensors.
Another example are thermocouples in combustion engines
where fast response of the sensors in harsh conditions is de-
sired(Tagawaetal.,2005).Itisshowninthisreporthowsim-
ilartechniquescanbeappliedforcapacitivehumiditysensors
in ABL research. Compared to simple time delay corrections
that were reported to be applied to capacitive humidity sen-
sors in radiosondes (Leiterer et al., 2005; Miloshevich et al.,
2004), the approach using control theory methods makes it
possible to better understand the dynamics that are found for
this type of sensor.
2 Water vapour measurement
2.1 State of the art
A variety of sensors is used to measure water vapour con-
centration in the atmosphere. Polymer-based absorption hy-
grometers are used for observations of relative humidity in
most modern weather stations, where a fast response time is
not an issue (Kuisma et al., 1985). Some of the most com-
mon and most modern radiosondes are the Vaisala RS92,
GRAW DFM-09 and Modem M10. All of them carry capaci-
tive, polymer-based humiditysensors andclaim fastresponse
times. However, radiosondes are designed to provide accu-
rate vertical proﬁles but only limited information about tur-
bulence. Their sampling rate is usually of the order of 1Hz,
theresolvablefrequenciesmuchlower.Themostwidelyused
instrument for ground-based ﬂux measurements is the LI-
7500A gas analyser by the company Li-Cor® (Eckles, 2001).
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Figure 1. Sensitive element of a capacitive humidity sensor. The
black polygon is the polymer between two gold electrodes.
Table 1. Overview of P14 Rapid characteristics.
Size approx. 3×2mm
Active element area 6×10−6 m2
Thickness 1µm
Material unknown polymer
Speciﬁed response time <1.5s
In airborne measurements, a wide variety of customized
instruments is being used, including, e.g., Lyman-α absorp-
tion hygrometers (e.g. Buck, 1976; Bange et al., 2002), tun-
able diode laser absorption spectroscopy hygrometers (TD-
LAS, e.g. May, 1998; Zondlo et al., 2010; Paige, 2005),
infrared absorption hygrometers (e.g. LI-7500A), chilled-
mirror dew point instruments (DPM, Neininger et al., 2001),
krypton hygrometers (Campbell et al., 1985; Thomas et al.,
2012) or polymer-based thin-ﬁlm capacitive absorption hy-
grometers (see Spieß et al., 2007; Reuder et al., 2009). Only
the optical instruments are usually used for turbulence anal-
ysis.
Additional sensor types that have not previously been
mentioned and are found in ground-based meteorology are
psychrometers and resistive or inductive hygrometers.
2.2 Capacitive humidity sensors
None of the instruments that are used on manned aircraft can
easily be carried by small RPA, where compact size and light
weight are essential. A trade-off has to be made regarding ac-
curacy, response time and long-term stability of the sensors.
Considering all the sensor types mentioned in Sect. 2.1, only
the capacitive humidity sensor can be easily integrated into a
small RPA with current state of the art technology. The size
of these elements is typically less than 1cm2, and, in non-
severe conditions, accuracy and stability of the elements is
adequate.
Table 2. List of tested polymer-based humidity sensors
Model Company
P14 Rapid IST AG
G-US.171R2 U.P.S.I.
HIH4030 Honeywell
HYT-241 Hygrosens
SHT75 Sensirion
HMP50 Vaisala
DigiPicco IST AG
HTM-B71 Tronsens
Capacitive humidity sensors are in most cases based on
thin-ﬁlm polymers (Tetelin and Pellet, 2006; Sen and Darabi,
2008; Shibata et al., 1996). The materials adsorb water at the
sensor surface from where it diffuses into the material and
changes the relative permittivity and therefore the capaci-
tance of the sensor (see Sect. 2.3). With decreasing thickness
of the polymer, the time constant also decreases. One of the
fastest of this kind on the market is the P14 Rapid by Inno-
vative Sensor Technology (IST) AG (Fig. 1, Table 1), which
has a time response of <1.5s falling edge, according to the
speciﬁcation (IST AG, 2009). Other sensors that are com-
mercially available and were tested, both in a climate cham-
ber and in ﬂight, are listed in Table 2. The sensors HYT-241,
HTM-B71, SHT75 and DigiPicco have a digital output that
only allows low sampling rates. HIH4030 and HMP50 are
analogue sensors. All of these sensors showed a slower time
response than the P14 Rapid. The G-US.171R20 did show
a very fast response to humidity changes but was extremely
sensitive to temperature changes as well. The calibration of
this sensor was not found to be stable in the long term.
Polymer sensors can be subject to hysteresis, as adsorp-
tion and desorption do not necessarily take place at the same
rate. They also might show a certain temperature sensitiv-
ity. A quantiﬁcation of these effects needs to be done for
each sensor type, since the effects can differ a lot depend-
ing on the dielectric material and the design of the element.
The P14 Rapid sensor was found to be the fastest sensor
available and showed little hysteresis and temperature sen-
sitivity. All experiments were carried out using this particu-
lar sensor. The polymer type is a trade secret, thus parts of
the model derived in Sect. 2.3 rely on experimental parame-
ter estimation. The polymer thickness of 1µm was obtained
from IST (F. Krogmann, personal communication, 2012). In
the setup that was used for this study, the sensor is connected
to the PCAP01 capacitance converter chip on a custom-made
printed circuit board (PCB, see Fig. 2). The converter mea-
sures the charge and discharge time of the capacitor in com-
parison to a known reference capacitance and provides the
ratio of the two on a digital output. The digital signal is
then processed by the AMOC (Airborne Meteorological On-
board Computer), which was developed at the University of
www.atmos-meas-tech.net/7/3059/2014/ Atmos. Meas. Tech., 7, 3059–3069, 20143062 N. Wildmann et al.: Capacitive humidity sensor inverse modelling
Figure 2. Humidity sensor on printed circuit board with the capac-
itance measurement chip PCAP01.
Applied Sciences Ostwestfalen-Lippe and the University of
Tübingen.The computer storesthe dataat100Hzonto anSD
card. At the same time, the sensor signal can be monitored in
real time on a remote computer.
In order to better understand the measurements that are
done with the P14 Rapid, Sect. 2.3 introduces a model which
relates the measured capacitance to the water concentration
in the polymer. In a steady state, the water concentration
in the polymer equals the water concentration at the sensor
surface. Section 2.4 introduces a calibration to get the rela-
tive humidity from the surface water concentration. Finally,
Sect. 3 describes how the diffusion process of water from the
sensor surface into the polymer can be modelled and how,
by inversion of this model, the surface concentration of the
sensor – and thus the ambient relative humidity – can be es-
timated throughout a measurement ﬂight.
2.3 Physical model
In Sect. 3, a dynamical model will be presented, which de-
scribesthechangeofwaterconcentrationinthepolymerwith
time. In order to work with this model, it is necessary to
translate the measurement variable capacitance C to the cor-
responding average water concentration in the polymer c. In
this section, a physical model is presented, which describes
this relation. In a parallel-plate capacitor, the charge per volt-
age is deﬁned as the capacitance. It can also be expressed as
a function of the area A of the parallel plate, the distance d
between the plates, the relative permittivity εr of the material
between the plates and the vacuum permittivity ε0:
C =
Q
U
= ε0εr
A
d
= (εr −1)ε0
A
d
+ε0
A
d
. (1)
For the following investigation, it helps to decompose the
capacity of the humidity sensor into partial capacities (Eq.2),
in particular the capacitance of the vacuum between the
plates C0, the capacitance of the polymer alone CPoly and the
capacitance of absorbed water in the polymer CH2O. CPoly
and C0 are constant and provide an offset capacitance for
zero water concentration, while CH2O accounts for the sensi-
tivity of the capacitance to changes in water concentration in
the polymer.
C = ε0(εH2O
r +ε
Poly
r )
A
d
= ε0ε
Poly
r
A
d | {z }
:=CPoly
+(εH2O
r −1)ε0
A
d | {z }
:=CH2O
+ε0
A
d |{z}
:=C0
. (2)
The Debye equation for molar polarisation Pm connects
the microscopic characteristics, which are the electrical
dipole moment µ and the polarizability α, to the relative per-
mittivity εr of a material (Debye, 1929).
Pm =
ε
H2O
r −1
ε
H2O
r +2
=
Z
3ε0
·

α +
µ2
kBT

, (3)
with particle density Z =
%
MNA and % being the density, M
the molecular mass, NA the Avogadro constant, kB the Boltz-
mann constant and T the temperature. ε
H2O
r can be derived
from Eq. (2) to yield
εH2O
r =
 
C −CPoly

C0
. (4)
The particle density Z can also be expressed as the integral
of water concentration c in the volume
Z(t) =
ˆ
z
ˆ
y
ˆ
x
c(x,y,z,t)dxdydz·NA
V
. (5)
For spatially constant concentration (∇c = 0)
Z =
c·V ·NA
V
= c·NA . (6)
With the help of Eqs. (2), (3) and (6), water concentration
can be found as a function of capacitance and temperature:
c =
(C−CPoly)
C0 −1
(C−CPoly)
C0 +2
·
3ε0
α +
µ2
kBT
·
1
NA
C−CPoly
C0 −1
2+
C−CPoly
C0
·
1
QNA
. (7)
While C is the capacitance actually measured and C0 is
deﬁned as ε0
A
d , Cpoly is unknown before calibration. It is es-
timated by extrapolation of the calibration regression to zero
relative humidity. The calibration procedure is described in
Sect. 2.4.
2.4 Calibration
Calibration is used to connect the water concentration at the
sensor surface cs to relative humidity in the environment.
Diffusion into the polymer will lead to a balance of water
concentration c throughout the whole polymer after a ﬁnite
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Figure 3. Calibration of a P14 Rapid humidity sensor. Calibration
was done at three different temperatures.
time. The dynamics of this process are modelled in Sect. 3.
For the calibration, humidity is held at a constant level for
at least 30min to assure equilibrium of the water concen-
tration. It is not necessarily the case that polymer-based ca-
pacitive humidity sensors show a linear relationship between
measured capacitance and relative humidity (Shibata et al.,
1996). Figure 3 shows the result of three calibrations at three
different temperatures. On the y axis of the graph, the mea-
sured capacitance was directly translated into water vapour
concentration, according to Eq. (7). Before doing this, Cpoly
must be set, so that an extrapolation of the curve in Fig. 3
will yield zero water concentration in the polymer at zero
ambient relative humidity. A practical way to get a good es-
timation for Cpoly is to ﬁnd the zero-crossing of a regression
curve between measured capacitance and relative humidity,
which is (Cpoly +C0). Since C0 is a known sensor property,
Cpoly can be calculated and was found to be approximately
60pF for the sensor examined here. The temperature in the
calibration chamber is kept constant and relative humidity is
increased stepwise from 15 to 85% during the calibration.
A dew point mirror in conjunction with a PT100 tempera-
ture sensor inside the calibration chamber is used as refer-
ence instrument to control relative humidity and temperature.
While sensor physics depends on both temperature and wa-
ter vapour partial pressure, the P14 Rapid follows a linear
relationship with relative humidity within the calibrated tem-
perature range. The calibration chamber used was calibrated
against a secondary standard with an accuracy of 0.4% RH.
A root mean square error of less than 1% RH between the
calibration curve and the measured values is found for the ca-
pacitive humidity sensor calibration in the chamber at 10 ◦C
or more. The facilities that were available to the authors did
not allow calibration at lower temperatures.
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Fig. 4. Sketch of the sensor model.
Boundary conditions exist for the layer at the surface of
the sensor and the bottom most layer. At the surface layer
the concentrationthat is adsorpedfromambientwater vapour
diffuses into the layer. At the bottom,no diffusionis possible 380
from below.
Equation 14, translated to vector notation, conforms with
the standard layout of a single-input-single-output (SISO)
state-space model, as it is used in control theory (Lutz and
Wendt, 2007): 385
∂
∂t
c =Yc+(Y 0 0 ··· 0)
T cs
cm =
￿
1
N
1
N
1
N
···
1
N
￿
c (15)
The vector c of water concentrations in each layer of the
model is the state vector. The diffusion matrix Y is the sys- 390
tem (or state) matrix, which describes how the current con-
centrationscin eachlayeraffectthe changeinconcentrations
∂
∂tc. The input (or control) vector (Y 0 0 ··· 0)
T determines
how the system input affects the states c. It is modelled to
describe the diffusionof water vapourinto the top most layer 395
of the sensor. The single input variable of the whole system
is the surface concentration cs and the single output variable
is the averagedwater concentrationin the polymercm, that is
presented as a function of the measured capacitance in equa-
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Fig. 5. Result of a step response experiment with rising edge (upper
ﬁgures) and falling edge (lower ﬁgures) humidity in comparison to
model results. The model was run with 40 layers and a diffusion
coefﬁcient D = 0.38 µm
2 s
−1 in all cases.
tion 7. The so-called output vector
￿ 1
N
1
N
1
N ··· 1
N
￿
maps 400
the states c to the outputvariable cm, which in the case of the
sensor model is a simple averaging of the concentrations in
all layers.
Model validation
Toshowthatthismodeldoesagreewith reality,stepresponse 405
experiments with rising and falling edge steps of humidity
were performed. The results in ﬁgure 5 show that the model
ﬁts well with reality, if the correct diffusion coefﬁcient is ap-
plied. Of course, it has to be noted that the diffusion coef-
ﬁcient, since it is the one unknown parameter in the model, 410
alsoservesas acorrectionfactorforothermodelinaccuracies
andthereforeis most likelynotthetruephysicaldiffusionco-
Figure 4. Sketch of the sensor model.
3 Dynamic signal restoration
3.1 Dynamic model
A dynamic model describes the behaviour of a system over
time. This behaviour is typically described mathematically
by a set of differential equations. In the case of a capaci-
tive humidity sensor, the dynamics are mainly inﬂuenced by
the diffusion of water vapour from the sensor surface into
the polymer. While the water concentration c in the polymer
was constant in space in the stationary model described in
Sect. 2.3, the following section will describe how the con-
centration changes in time and space. The diffusion ﬂux J is
described by Fick’s law as shown in Eq. (8). It is assumed
that a model with a spatially constant diffusion coefﬁcient D
describes the behaviour of the sensor well enough. Figure 4
shows a sketch of the model of ﬁnite volumes in the sensor
polymer.
J = −D ·∇c (8)
Combined with the continuity equation of mass conserva-
tion (Eq. 9), Fick’s second law can be derived (Eq. 10).
∂c
∂t
= −∇ ·J (9)
= D ∇2c (10)
Since these equations yield a differential equation of sec-
ond order, a simpliﬁcation is needed to ﬁnd a manageable
solution. A common solution to these kinds of problems is a
numerical approach, such as the ﬁnite-volume method (LeV-
eque, 2002). According to this method, the mass conserva-
tion Eq. (9) is integrated over a ﬁnite-volume element Vn.
˚
Vn
∂c
∂t
dV = −
˚
Vn
(∇ ·J) dV (11)
The divergence theorem (or the combination of the conti-
nuity equation with the Gauss theorem) allows one to write
the right-hand side of the equation as a surface integral. The
left-hand side can be solved to obtain the product of spatially
averaged concentration change in a volume element and its
volume.
∂cn
∂t
Vn = −
‹
s
JdS (12)
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In the following, concentrations with an index always rep-
resent spatial averages over a ﬁnite volume, and the overbar
notation to indicate the averaging, as in cn, will be omitted.
Concentration gradients in horizontal directions are consid-
ered to be 0, as the sensor is small enough that a constant
humidity above the whole sensor surface can be assumed.
Therefore, there will be no horizontal ﬂuxes of water and the
volume elements Vn can be simpliﬁed to layers as shown in
Fig. 4. The surface integral can be simpliﬁed to the sum of
diffusion from the layer above (n−1) and the layer below
(n+1) for each layer n in the polymer and therefore yields
∂cn
∂t
=
−D ·
cn−cn−1
1x ·An,n−1
Vn
+
−D ·
cn−cn+1
1x ·An,n+1
Vn
, (13)
where An,n−1 and An,n+1 are the top and bottom surface
area of the polymer layers respectively and 1x is the layer
thickness. A matrix representation of the simpliﬁed diffusion
model with Y = D·A
1x·Vn is given in Eq. (14).
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(14)
Boundary conditions exist for the layer at the surface of
the sensor and the bottommost layer. At the surface layer
the concentration that is adsorbed from ambient water vapour
diffuses into the layer. At the bottom, no diffusion is possible
from below.
Equation (14), translated to vector notation, conforms with
the standard layout of a single-input–single-output (SISO)
state–space model as used in control theory (Lutz and Wendt,
2007):
∂
∂t
c =Yc+(Y 0 0 ··· 0)T cs
cm =

1
N
1
N
1
N
···
1
N

c. (15)
Figure5.Resultofastepresponseexperimentwithrising-edge(up-
perﬁgures)andfalling-edge(lowerﬁgures)humidityincomparison
to model results. The model was run with 40 layers and a diffusion
coefﬁcient D = 0.38µm2 s−1 in all cases.
The vector c of water concentrations in each layer of the
modelisthestatevector.ThediffusionmatrixYisthesystem
(or state) matrix, which describes how the current concentra-
tions c in each layer affect the change in concentrations ∂
∂tc.
The input (or control) vector (Y 0 0 ··· 0)T determines how
the system input affects the states c. It is modelled to describe
the diffusion of water vapour into the topmost layer of the
sensor. The single-input variable of the whole system is the
surface concentration cs and the single output variable is the
averaged water concentration in the polymer cm that is pre-
sented as a function of the measured capacitance in Eq.(7).
The so-called output vector

1
N
1
N
1
N ··· 1
N

maps the states
c to the output variable cm, which, in the case of the sensor
model, is a simple averaging of the concentrations in all lay-
ers.
3.1.1 Model validation
To showthat thismodel does agreewith reality, step response
experiments with rising and falling edge steps of humidity
were performed. The results in Fig. 5 show that the model
agrees well with reality if the correct diffusion coefﬁcient is
applied. Of course, it has to be noted that the diffusion coef-
ﬁcient, since it is the one unknown parameter in the model,
alsoservesasacorrectionfactorforothermodelinaccuracies
and therefore is most likely not the true physical diffusion co-
efﬁcient. Remaining deviations between model and measure-
ment can also result from a nonperfect step input. For the ex-
periment,ahumiditysensorwasplacedinaverysmallcham-
ber (<2cm3) at ambient humidity. At time 0 the constant
airﬂow into the chamber is switched to an airﬂow of well-
deﬁned humidity from the dew point generator, which is also
used for calibration. It is assumed that the humidity around
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Figure 6. Step responses of the same sensor at different tempera-
tures. The y axis is normalized to 0 for humidity before the step and
1 for humidity after the step. This is legitimate since the dynamics
does not depend on the step amplitude.
the sensor changes completely in less than 100ms, based on
the outlet ﬂow of the generator and the size of the chamber.
Comparing the rising and falling edge steps, it becomes evi-
dent that no difference in time response can be observed for
both cases, and the model works with the same diffusion co-
efﬁcient without hysteresis. This implies that diffusion is the
dominant factor in comparison to adsorption and desorption
regarding the dynamics of the sensor, and the model is suit-
able for describing the dynamic behaviour of the sensor.
To investigate the sensitivity of the diffusion coefﬁcient
to ambient temperature, tests were done at three different
temperatures (5, 20 and 37 ◦C). The result in Fig. 6 shows
that the diffusion coefﬁcient at 5 ◦C is lower compared to the
other two temperatures, which agree quite well. This means
that it is not possible to apply a universal diffusion coefﬁ-
cient for one sensor, but the diffusion coefﬁcient needs to be
adapted to the given ambient temperature, especially in low-
temperatureenvironments.However,smalldeviationsasthey
appear in the ABL will not be critical for the model.
3.2 Inverse model for signal restoration
Having found a model that reasonably describes the dynamic
behaviour of the sensor, it is now possible to use this model
to restore the original signal of relative humidity in the atmo-
sphere from measured data. For this purpose it is necessary
to invert the model, which is equivalent to solving the system
equations for the surface water vapour concentration cs.
Since the state–space model cannot easily be inverted, the
ﬁrst step is to transform Eq. (15) to a transfer function in the
Laplace domain. This can be done as presented in Eq. (16)
according to Lutz and Wendt (2007).
cm(s) =

1
N
1
N
···
1
N

(sE−Y)−1(Y 0 ··· 0)T · cs(s)
= G(s)· cs(s) (16)
E is a unity matrix of the same dimensions as the system ma-
trix Y. The variable s is a result of the Laplace transforma-
tion. G(s) is the transfer function in the Laplace domain. A
transferfunctionofalineardynamicsystemcanbeexpressed
as a fraction with a numerator and a denominator polynomial
of the parameter s in the Laplace domain (Astrom and Mur-
ray, 2009, chapter 8). This fraction can simply be inverted to
solve Eq. (16) for the original signal:
cs(s) = G(s)−1 · cm(s). (17)
A drawback of this method is that it only works well if
the measured signal and the applied model ﬁt well. Noise
that is not modelled will be ampliﬁed more with increasing
polynomial order in the transfer function. On the other hand,
the model will be more accurate with a higher number of
modelled layers in the polymer, which leads to a high poly-
nomial order in the transfer function. A way of dealing with
this problem is oversampling and careful ﬁltering of the mea-
sured signal in order to achieve a good signal-to-noise ratio.
Figure 7 shows a signal ﬂow block diagram (see, e.g.,
Astrom and Murray, 2009, pp. 55–59) of the signal restora-
tion. It includes input and output ﬁlters that were applied to
achieve a restored signal that is not disturbed by ampliﬁed
noise of the inverse modelling. For the input, a sharp low-
pass ﬁlter of 20th order at a cutoff frequency of 10Hz is cho-
sen to eliminate the white noise of the capacitance measure-
ment, which dominates above this frequency. In the output
ﬁlter, a ﬁrst-order low pass is good enough to ﬁlter out the
remaining noise after the signal restoration. The block dia-
gram was generated with Matlab Simulink®, which was also
used in a ﬁrst approach to carry out the convolution of the
measured signal with the transfer function.
4 Results
4.1 Vertical proﬁles
Forverticalproﬁles,slowdynamicsofsensorsleadtoblurred
measurements with either overestimated or underestimated
water vapour concentration at each altitude, depending on
the lapse rate. The effect shows clearly whether RPA ﬂights
are used with consecutive ascents and descents. The sensor
dynamics result in a hysteresis between ascent and descent
measurement of relative humidity. In the past it was common
practice to take the average of ascent and descent ﬂights,
which gives a good approximation for the true value, or to
apply some time delay correction of ﬁrst order as described
in Jonassen (2008) for RPA and in Leiterer et al. (2005) and
Miloshevich et al. (2004) for radiosondes.
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Figure 7. Block diagram of signal restoration. The input signal of the humidity sensor is ﬁltered with a Butterworth ﬁlter of order 20 at a
cutoff frequency of 10Hz. After the inverse transformation, the signal is ﬁltered again with a simple ﬁrst-order delay low pass with cutoff
frequency at 15Hz.
Figure 8. Vertical proﬁle of relative humidity before and after cor-
rection.
In Fig. 8, a vertical proﬁle is shown with raw measure-
ments and with a restored signal for relative humidity, ap-
plying the method described in Sect. 3. It clearly shows how
an offset present between ascent and descent of the ﬂight is
eliminated in almost every detail, except for a few altitudes,
whereobviouslylocaleventsofwatervapourdisturbthecon-
tinuity of the proﬁle, as can be seen between 150 and 200m
or at 350m barometric altitude. The parameter that is critical
to tune in the sensor model is the diffusion coefﬁcient as de-
scribed above. Within the minute or two that are needed for
an ascent and a descent of a vertical proﬁle with the RPA,
in a nonconvective boundary layer, the mean relative humid-
ity will not shift into one direction or the other, so that the
parameter can be tuned to show a minimum offset between
ascent and descent. Once the diffusion coefﬁcient is found
from a vertical proﬁle, it is possible to use this parameter for
the signal restoration of the complete ﬂight with a duration of
30–60min. It is, however, recommended to redo the vertical
proﬁle diffusion coefﬁcient estimation for each ﬂight since
contamination and small damage invisible to the human eye
were found to signiﬁcantly change the sensor dynamics. Dif-
ferent sensors of the same batch can even show slightly dif-
ferent characteristics. Of course, this way of determining the
diffusion coefﬁcient only works if gradients of water vapour
concentration do exist at least in parts of the vertical proﬁle.
Figure 9. Power spectrum of relative humidity before and after cor-
rection. The number of layers in the sensor model is set to N = 40.
From the vertical proﬁle, the diffusion constant was found to be
D = 0.1µm2 s−1. The spectrum is averaged over ﬁve ﬂight legs.
4.2 Spectral response
A MASC RPA at the University of Tübingen is equipped
with fast sensors for temperature and wind measurement in
ordertomeasureturbulence.Thegoal ofthisstudyistomake
turbulence studies for water vapour possible with capacitive
humidity sensors. To quantify the improvements that were
achieved in working towards this goal, it is useful to investi-
gate the spectral response of the sensor before and after the
signal restoration. Figure 9 shows the power spectral den-
sity of the relative-humidity signal over the frequency for
both cases. The original signal is strongly effected by the
slow sensor dynamics for frequencies above 0.05Hz (red
curve). At about 3Hz the signal vanishes in noise entirely
(spectral power is almost constant for higher frequencies).
The restored signal almost perfectly follows the expected
−5/3 slope for locally isotropic turbulence in the inertial
subrange according to Kolmogorov (1941), until about 3Hz
(blue curve). For higher frequencies, noise is dominant and
thus is the limiting factor of the signal restoration.
Another method to show the distribution of turbulent en-
ergy on different scales is the structure function according
to Kolmogorov (1941). Deviations of the measured values
from the theoretical slope for locally isotropic turbulence
in the inertial subrange, which in the case of the double-
logarithmically plotted structure function is 2/3, are a strong
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Figure 10. Structure function before and after correction.The num-
ber of layers in the sensor model is set to N = 40. The diffusion
constant was found to be D = 0.1µm2 s−1 from the vertical proﬁle.
The structure function is normalized by 2σ2 and averaged over ﬁve
ﬂight legs.
indication of sensor dynamics or other errors in the measure-
ment; this is the case even more clearly than for the power
spectral densities. Figure 10 shows how close the structure
function of the restored signal is to the theory until a time lag
of about 0.3s (corresponding to 3Hz), especially compared
to the original signal.
5 Conclusions
This report addressed the problem of water vapour measure-
ment for turbulence analysis with small RPA. It was estab-
lished that capacitive humidity sensors are currently the only
feasible solution for these measurements onboard an RPA of
5kg, as operated in Tübingen, or smaller. A method is intro-
duced to enhance the quality of such measurements with the
help of control theory methods in post-processing. The dy-
namic diffusion model derived in Sect. 3 is therefore inverted
to ﬁnd the water concentration on the sensor surface from
measured average water concentration in the polymer. Since
the measurement variable of the sensor is, in the ﬁrst place,
the capacitance, the physics of how to translate the mea-
sured capacitance into water concentration was introduced
in Sect. 2.3. A calibration approach was used to connect sen-
sor surface water concentration to ambient relative humidity
(Sect. 2.4). To summarize, the model can be applied in ﬁve
steps:
1. calculation of average water concentration in the poly-
mer cm for a time series of capacitance of the sensor
according to Sect. 2.3;
2. setup of the state–space model according to Sect. 3.1;
3. conversionofthestate–spacemodelintoatransferfunc-
tion according to Sect. 3.2, Eq. (16);
4. deconvolution of the measured average water concen-
tration signal cm in the polymer with the transfer func-
tion in order to ﬁnd the water concentration at the sur-
face of the polymer cs (Eq. 17);
5. recovery of the relative humidity from the surface wa-
ter concentration cs through the calibration described in
Sect. 2.4.
It is shown in Sect. 4 how vertical proﬁles can be corrected
using the presented method. We propose using a minimiza-
tion of error between ascent and descent of a vertical proﬁle
ﬂight with an RPA to ﬁnd the correct diffusion coefﬁcient for
the given temperature and sensor. This is necessary, since the
exact relation between diffusion coefﬁcient and temperature
couldnotbedeterminedinalaboratoryexperimentandinfor-
mation about the polymer type is not available. The beneﬁt
of determining the diffusion coefﬁcient empirically for each
measurementﬂightisthatthisparameteristheonlyunknown
in the dynamic model and therefore can also be used to cor-
rect for other inaccuracies in the model. A spectral analy-
sis of ﬂight legs in the atmospheric boundary layer with a
diffusion coefﬁcient determined from a vertical proﬁle dur-
ing the same ﬂight showed promising results for turbulence
analysis. It can be stated that the enhancement of the sen-
sor makes it possible to resolve turbulent ﬂuctuations up to
3Hz, which corresponds to a 10m eddy size at 25ms−1 air-
speed. Compared to temperature and wind measurement on a
MASCRPA(upto20Hz),thisisstillfairlylowandwillneed
to be improved in future work. The main constraints for the
given setup are the signal-to-noise ratio and the sensitivity of
the capacitance measurement. Improvements of the measure-
ment circuit with several parallel sensors can possibly solve
this problem. Measurements of turbulent ﬂuctuations up to
10Hz seem possible. The systematic approach of the signal
restoration is open to further extensions of the sensor model,
e.g. physical descriptions of water adsorption on the sensor
surface or temperature dependence of diffusion into the poly-
mer. These extensions can lead to signiﬁcantly higher com-
plexity, which cannot be described by a linear time-invariant
system any more. For measurements in the summer convec-
tive boundary layer in central Europe, the described simpli-
ﬁcations are appropriate and provide promising results. To
apply the method in very cold temperatures or in radiosonde
applications, where strong temperature differences are expe-
rienced in a single ascent, further studies that are beyond of
the scope of this paper are required.
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